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EdITORIAL COmmENT: UROLOgIC SURgERy LApAROSCOpIC ACCESS: VASCULAR COmpLICATIONS
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Branco et al. (1) describe two cases of injuries during laparoscopic renal surgery; both recogni-
zed immediately and repaired laparoscopically. Laparoscopic entry complications are an uncommon but 
potentially life-threatening complication of laparoscopic surgery. Most such injuries occur during initial 
trocar insertion and most commonly involve major vessels and/or bowel. Failing to recognize these 
immediately is a leading cause of death in patients (2). A review by the U.S. Food and Drug Adminis-
tration (FDA) committee found that there was insufficient evidence to recommend any particular access 
technique over the others (veress needle, direct trocar and hasson) largely due to poor centralized repor-
ting of these complications (3). Whilst laparoscopic renal surgery is safe even in patients with previous 
abdominal surgery (4), surgeons must be experienced with access techniques, select patient appropriately 
for laparoscopic procedures, be familiar with trocar designs, use safe trocar insertion techniques and be 
vigilant for injuries during access. Whilst some of these injures may be amenable to laparoscopic repair, 
one should have a low threshold for conversion to open and seeking appropriate help (general or vascu-
lar surgeon) when necessary to manage these promptly and safely.
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